CERTIFICATE OF ANALYSIS
ADACT ) CANNABINOID ASSAY

Certificate No. CBD-HHL-0007

Customer Details: Hemp Hub Ltd

Sample ID: Premium Hemp Blend

Batch No: HEMP-001 Sampling Method: Method LAB 008 003
Adact Refer.# #11860 Testing Method: HPLC-DAD
Sample Number: CBD-HHL-0007 Sample Matrix: ~ Biomass
Sample Received Date: 18/02/2026 Testing Date: 20/02/2026
Sampling Date: 20/02/2026 Analysis Date: 23/02/2026
Sample Condition: Good Cert.Issue Date: 23/02/2026
Analyte LOD (%) LOQ (%) Result (% wiw)
CBDVA (Cannabidivarinic acid) 0.0081 0.0270 ND
CBDV (Cannabidivarin) 0.0116 0.0385 ND
CBDA (Cannabidiolic acid) 0.0097 0.0324 0.10
CBGA (Cannabigerolic acid) 0.0099 0.0330 1.26
CBG (Cannabigerol) 0.0147 0.0491 ND
CBD (Cannabidiol) 0.0147 0.0489 <LOQ
THCV (Tetrahyrdocannabivarin) 0.0158 0.0525 ND
THCVA (Tetrahydrocannabivarinic acid) 0.0135 0.0451 ND
CBN (Cannabinol) 0.0086 0.0285 ND
CBNA (Cannabinolic acid) 0.0179 0.0282 ND
A9-THC (A9-tetrahydrocannabinol) 0.0247 0.0822 ND
A8-THC (A8-tetrahydrocannabinol) 0.0283 0.0943 ND
CBL (Cannabicyclol) 0.0266 0.0885 ND
CBC (Cannabichromene) 0.0124 0.0414 ND
A9-THCA (A9-tetrahydrocannabinolic acid) 0.0121 0.0402 ND
CBCA (Cannabichromenic acid) 0.0314 0.1048 ND

ND - Not detected

LOD - denotes limit of detection

LOQ - denotes limit of quantitation

<LOQ - denotes less than limit of quantitation

Opinions & interpretations are outside the scope of accreditation.
The measurement of uncertainty is not taken into account, unless stated.

Where applicable, density is determined in-house.

Reviewed & Authorised by ISO/IEC 17025:2017

FEsliiG The reported results refer only to the items received and
Diana Hoffmann tested. The report shall not be reproduced, except in full,
Laboratory Manager 23196 without written approval of The Lab.

The Lab, ADACT Medical Ltd, Unit 2 Crompton Business Park, Crompton Road, Doncaster DN2 4PA.
Company Reg. No: 08173910. VAT Registration No: 145159903.
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